Analysis of capacitive coupling within microelectrode array.
Capacitive coupling within high-density microelectrode arrays can degrade neural recording signal or disperse neural stimulation current. Material deterioration in a chronically implanted neural stimulation/recording system can cause such an undesired effect. We present a simple method with an iterative algorithm to quantify the cross-coupling capacitance, in-situ.